The influence of roughness, angle, range, and transducer type on the echo signal from planar interfaces by Wilhjelm, Jens E. et al.
  
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  
General rights 
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners 
and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights. 
 
• Users may download and print one copy of any publication from the public portal for the purpose of private study or research. 
• You may not further distribute the material or use it for any profit-making activity or commercial gain 
• You may freely distribute the URL identifying the publication in the public portal  
 
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately 
and investigate your claim. 
   
 
Downloaded from orbit.dtu.dk on: Dec 17, 2017
The influence of roughness, angle, range, and transducer type on the echo signal from
planar interfaces
Wilhjelm, Jens E.; Pedersen, Peter C.; Jacobsen, Søren Mehl
Published in:
I E E E Transactions on Ultrasonics, Ferroelectrics and Frequency Control
Link to article, DOI:
10.1109/58.911734
Publication date:
2001
Document Version
Publisher's PDF, also known as Version of record
Link back to DTU Orbit
Citation (APA):
Wilhjelm, J. E., Pedersen, P. C., & Jacobsen, S. M. (2001). The influence of roughness, angle, range, and
transducer type on the echo signal from planar interfaces. I E E E Transactions on Ultrasonics, Ferroelectrics
and Frequency Control, 48(2), 511 - 521. DOI: 10.1109/58.911734
ieee transactions on ultrasonics, ferroelectrics, and frequency control, vol. 48, no. 2, march 2001 511
The Influence of Roughness, Angle, Range, and
Transducer Type on the Echo Signal from
Planar Interfaces
Jens E. Wilhjelm, Member, IEEE, Peder C. Pedersen, Senior Member, IEEE, and Sren M. Jacobsen
Abstract|The received electrical echo signal from a
pulse-echo system insonifying a planar interface was mea-
sured for varying degrees of rms roughness [0 to 0.29 mm
(0 to 1.7 )], angles of incidence, , ( 7 to 7), and ranges
to a planar or focused transducer. The eect of varying 
is quantied in terms of the energy of the received signal,
E(), and the normalized spectrum of the received signal.
E() is approximately Gaussian when using a planar
transducer or a focused transducer with the reflecting in-
terface located at or beyond the focal point. For focused
transducers with the interface located closer than the ge-
ometrical point of focus, two maxima can sometimes be
observed when varying the incident angle.
As is generally known, the width of E() is strongly de-
pendent on transducer type, e.g., for a smooth interface,
the  3 dB width for a 25.4 mm diameter 5-MHz planar
and focused transducer was approximately 0.5 and 4 (at
the focal point), respectively.
E(0) as a function of surface roughness, R
q
, was nearly
linear on a decibel scale, with a slope of  109 dB / (R
q
=)
and  61 dB / (R
q
=) for planar and focused transducers,
respectively.
The characteristic nulls present in the normalized spec-
tra of the echo signal at non-normal incidence tend to van-
ish with increasing R
q
when using planar transducers. For
focused transducers, the normalized spectra change from
relatively flat to monotonically decreasing as R
q
increases,
and they exhibit reduced amplitude with increased incident
angle.
I. Introduction
Tissue characterization has been an active area of re-search for several decades. The progress has, however,
been limited by the fact that the 1D electrical signal from
the receiving transducer is the result of not only the 3D
distribution of scatterers and the geometry and acous-
tic properties of interfaces, but also the eld pattern and
frequency response of the given transducer and construc-
tive/destructive interference in the backscattered eld at
the surface of the receiving transducer.
As an example, the received electrical signal from a
pulse-echo system insonifying a large planar interface de-
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pends mainly on the surface characteristics and orienta-
tion of the interface and on transducer geometry. When
the interface is smooth, the given measurement congura-
tion can be simulated with computer models [1], [2] even
when the interface is non-planar [3]. When a rough planar
interface is considered, the modeling becomes stochastic
in nature [4], and computer modeling tools are not yet
available to readily predict the received electrical signal.
In conventional medical imaging with ultrasound, the
angle between the beam and the various interfaces nor-
mally present in the image plane may vary throughout
the image. Often just a single interface can be visualized
at normal incidence. This creates an incident-angle de-
pendent variation in image intensity [5], but this is not
a serious problem as long as one does not need to de-
rive acoustic properties (such as echogenicity or acoustic
impedance) from the received signals. But any attempts
of tissue characterization [or materials characterization in
non-destructive evaluation (NDE)] need to be concerned
with the influence of interface orientation, interface geom-
etry (shape), and interface properties, such as roughness.
The eects of these parameters are primarily manifested
in the amplitude of the received electrical signal from the
transducer, but also in the spectrum of this signal.
The scattering of acoustic and electromagnetic waves
from rough interfaces has been an active area of research
for decades in radar, sonar, and NDE applications and
lately in diagnostic ultrasound. Specically, ultrasound can
be used to characterize surface parameters such as the
rms roughness [6]{[14]. Operating in pulse-echo mode, one
paper [9] reports on the influence of curvature of rough
interfaces for the purpose of studying surface brillatory
changes in osteoarthritic articular cartilage; another study
[11] used time delay spectrometry with planar rough in-
terfaces.
The goal of this paper is to attain a quantitative un-
derstanding of the received electrical signal from a pulse-
echo system as a function of transducer geometry and the
roughness properties of the interface. For this purpose,
received signals were acquired for planar interfaces with
varying degrees of rms roughness, angle of incidence, and
range to the transducer, as depicted in Fig. 1.
The paper is structured as follows. Section II describes
the manufacture and characterization of the rough inter-
faces, the experimental system, and the characterization
of the single-element transducers. Sections III and IV ex-
plain the measurement procedure used to record the re-
0885{3010/$10.00 c© 2001 IEEE
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Fig. 1. Side view of the basic measurement set-up. A rough planar
interface with rms roughness Rq and correlation length lcorr is ro-
tated by angle  with respect to normal incidence at a distance z0
from a planar or focused transducer (radius of curvature, R) with
radius a and center frequency f0.
ceived signals and the signal processing used to extract
the desired parameters from the received signals. Experi-
mental results in the form of energy curves and frequency
spectra as a function of angle, together with some derived
parameters, are then provided in Section V. The results
are nally discussed in Section VI.
II. Experimental System
A. Production and Characterization of Reflectors
Four rough and one smooth planar reflector phantoms
were cast with a two-component, liquid urethane casting
elastomer [Biresinr(type U1402), Sika Chemie GMBH,
Stuttgart, Germany] using as molds four types of sand-
paper with dierent degrees of roughness. This elastomer
has acoustic properties very close to those of human tis-
sues (speed of sound, c = 1450 m/s; density,  = 1:06 
103 kg/m3 @ 20C). This product has previously been used
in phantoms, e.g., a realization of a so-called \dead zone
array" [15] according to [16]. The molding took place in a
vacuum to ensure that the phantom was an exact inverse
copy of the sandpaper surface. Each phantom was sup-
ported by a 10-  10-cm (inner dimensions) acrylic frame.
It was veried that the reflector phantoms contained no
voids or particles, so that a single acoustic interface be-
tween water and elastomer was obtained during measure-
ments.
Measurement of several surface proles directly on the
sandpaper was carried out with a laser prolometer (type
OTM3-10/144, UBM Messtechnik GMBH, Ettlingen, Ger-
many), working in triangulation mode. Possible waviness,
e.g., from bending of the sandpaper, in the proles was re-
moved by ltering the proles with an 8th order highpass
Butterworth lter with a cut-o frequency of 0.25 mm−1.
From the measured and ltered prole, h(l), the rms [17]
TABLE I
Overview of the Properties of the Reflector Phantoms
Used in this Study.
Rq lcorr
Sandpaper grid value (m) (m)
Smooth 0 1
p150 32 170
p100 89 155
p60 115 195
p40 155 290
roughness, Rq, was calculated as
Rq =
s
1
L
Z L
0
(h(l)−E1fh(l)g)2dl (1)
where L is the total length of the prole and Elfh(l)g is
the mean of h(l). The correlation length [18], lcorr, was
calculated from the normalized autocorrelation function,
Ah(), of h(l). Specically, in this work, lcorr is equal to the
value of  , where Ah() has decreased to 1=e (or 37%).
Two proles of length 20 mm and one of length 40 mm
were recorded from each phantom, except the least rough
phantom, for which only one 40-mm prole was recorded.
To verify that the lengths of the proles were adequate,
Rq and lcorr were also calculated from proles of one-half
of the length; no noticeable changes in the estimated pa-
rameters were found. The results are given in Table I.
B. Ultrasound System
The electrical part of the measurement system is de-
picted in Fig. 2. The ultrasound system consisted of a
pulser/receiver (type 5072PR, Panametrics, Inc., MA)
connected to a submersible transducer (to be described
in II-C). The amplied signal from the pulser/receiver
was bandpass ltered to limit noise outside the useable
frequency range of the particular transducer and digi-
tized with a digital storage oscilloscope (DSO) (type 9450,
LeCroy, Geneve, Switzerland). The DSO was in turn con-
nected via a general purpose interface bus (GPIB) inter-
face to a Windows NTTM-based control computer. By
means of an RS232 interface, a 3D translation system
(type 403020, Dyrbk Technologies, Abenra, Denmark)
was connected to this control computer as well.
Two specially developed software packages allowed di-
rect control of the 3D translation system and direct setup
of all relevant instrument parameters, including automatic
adjustment of the vertical gain of the DSO, to ensure that
the dynamic range of the eight-bit analog-to-digital con-
verter was used optimally for each individual signal. To
reduce random noise uncorrelated with the emitted signal,
the received signal from the transducer was averaged 50
times in the DSO before transfer to the computer.
The experimental set-up is illustrated in Fig. 3. The
transducer was mounted in the 3D translation system and
adjusted such that its acoustic axis was parallel to the
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Fig. 2. Block diagram of the electrical part of the measurement sys-
tem. A control computer is controlling the transducer position and
reading the digitized signals from the digital storage oscilloscope.
Fig. 3. The experimental system showing cross-sectional view of
transducer and reflector phantom placed in dual-angle rotation
holder, both submerged in demineralized degassed water.
xt-axis. The holder in which the reflector phantom was
mounted consisted of two frames that could be rotated
independently of each other with the two axes of rota-
tion normal to each other. Each reflector phantom was
mounted such that the two axes of rotation were located
in the plane of the interface between water and phantom.
Measurements took place in degassed demineralized water
at 20C.
C. Transducer Characterization
As the results in this study depend highly on the trans-
ducer parameters, the seven dierent transducers utilized
were all characterized based on a thorough eld mapping
procedure. Specically, each (focused or planar) trans-
ducer was mapped with a 0.4-mm hydrophone (Type MH-
28-4, Force Institute, Brndby, Denmark) with a useable
bandwidth between 2 and 19.5 MHz (in which the sen-
sitivity fluctuated less then 3 dB). From the hydrophone
signals measured at parallel scan planes normal to the z-
axis in Fig. 1, the acoustic axis was determined from the
point of maximal intensity in each scan plane. The inten-
sity along this axis was denoted I(z). The value of z, where
I(z) was maximal, was identied and denoted zmax. The
mean frequency, f^0, and rms bandwidth [17], B0;rms, of
the hydrophone signal were both evaluated at this point
in space. In addition, the rms lateral beamwidth, xrms,
was evaluated at this range as well. As the beam prole
was approximately Gaussian, the −3 dB beamwidth can
be estimated by multiplying xrms by 2.35 [17]. The
values of these parameters are given in Table II.
The focused transducers were made with an acoustic
lens. To nd the radius of curvature, R, for an equivalently
spherically focused crystal, an expression for the intensity
on the acoustic axis for a spherically focused transducer
[19]
I(z) =
"
R
R− z sin
 
a2f^0(R− z)
2Rzc
!#2
(2)
was used to iteratively estimate R. In (2), c is the speed
of sound. Note that (2) was derived for the CW (contin-
uous wave) case, and therefore gives approximate results
when used for the pulsed wave (PW) case. The focusing
strength at the estimated transducer center frequency, f^0,
was calculated as [20]
γ =
a2=2
R=
=
a2f^0
cR
: (3)
As seen from Table II, the nominal center frequency (f0)
deviates from the measured mean frequency f^0 for some
transducers. A deviation was also observed when using the
phantoms. The mean frequency of the spectrum used for
normalization, i.e., the spectrum of the received signal at
 = 0 from a smooth interface, as will be described at
the end of Section IV, was calculated from the experimen-
tal data at range z0 = 70 mm for the planar transducers
and z0 = R for the focused transducers. In general, the
mean frequency determined this way was about 5% lower
than the corresponding mean frequency based on the hy-
drophone data.
III. Measurement Procedure
Prior to the measurements on the rough reflector phan-
toms, the transducer was adjusted so that its acoustic axis
was parallel to the xt-axis shown in Fig. 3. This was done
by substituting the planar reflector with a 0.1-mm string
(placed parallel with the zt-axis) and recording the lateral
beam prole at two dierent ranges. The alignment was
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TABLE II
Overview of the Transducers Used in This Work. All Transducers Were Made by Panametrics (Waltham, MA). R and γ
Were Found with (2) and (3), Respectively. xrms is Given Approximately at the Range zmax.
Specied parameters Measured parameters
ID in
this f0 a R f^0 B0;rms zmax xrms
paper Model (MHz) (mm) (mm) (MHz) (MHz) (mm) (mm) γ
P1 M306 2.25 6.35 1 2.7 0.56 | 3.5 |
P2 V304 2.25 12.7 1 2.5 0.66 | 7 |
P3 V307 5 12.7 1 4.6 1.2 | 7.5 |
F11 M309 5 6.35 62 6 1.5 51.6 1 2.6
F21 V307 5 12.7 118 5.4 1.4 112 1 4.9
F31 V320 7.5 6.35 58.5 7.9 2.1 53.7 0.75 3.6
F41 V312 10 3.18 41.9 8.8 2.0 31.5 1.1 1.4
1The four transducers, F1{F4, bore the inscription ’F = 2.500 FPF’, ’F = 120 mm FPF’, ’F = 200 PTF’ and
’F = 60 MM OLF,’ respectively.
successful when the centers of the two beam proles, ex-
pressed in yt-coordinates, were identical. This procedure
was repeated with the string parallel with the yt-axis. The
plane of the frame in which the reflector phantoms were
mounted was aligned to be normal to the acoustic axis of
the transducer by measuring round trip travel times from
the four corners of the frame.
Because air can be trapped at the surface of the rough
reflector phantoms, these were degassed in a water bath in
vacuum prior to use. Great care was taken to ensure that
the surfaces were completely clean. When, for instance, a
small mark with an overhead pen (China ink) was placed
on the surface of the smooth phantom, the received signal
magnitude doubled for the 7.5-MHz focused transducer as
compared with a clean surface.
The angular span, max, was chosen to be 7 be-
cause, at this angle, the energy of the received signal had
changed suciently to allow visualization of the general
behavior for most of the interfaces and transducers. In ad-
dition, over this angular range, the pressure reflection coef-
cient can be assumed constant (change is less than 1%).
The increment, , was varied over the angular record-
ing range, so that the ne structure of the changes in the
received signal as a function of angle could be recorded.
The measurements were performed with the reflectors
placed at two distances to the planar transducers, z0 = 50
and 70 mm, and at three distances for the focused trans-
ducers, z0 = 0:8R, R, and 1:2R. These specic ranges were
also used in simulation studies for smooth interfaces [1], [2]
and seemed to provide the best possible insight with the
fewest possible measurements.
For each transducer, the surface of a given reflector
phantom was divided into M equally spaced insonied re-
gions, and one echo signal was recorded from the center of
each region. For each angle and range, it was possible to
record several independent received signals and from these
obtain statistically stable estimates of the signal parame-
ters. For any cell located o the azimuth (reflector) axis of
rotation, this multi-cell recording technique required that
the transducer was moved appropriately to keep a constant
distance to the reflector. After recording, this translation
pattern was veried by checking the mean delay of the
received signals. The total size of the scanned region on
the phantom surface depended on the beamwidth but was
always small enough so that echoes from the frames sur-
rounding the phantom were negligible. The distance from
the center of a cell to the edge of the phantom surface
was at least 20 mm. M varied with transducer but was
typically chosen to be around 20 to 30.
IV. Signal Processing
The rst step of the signal processing involved visualiza-
tion of the envelope of the received signal on a logarithmic
scale (dB). This was done to inspect for possible tempo-
ral clipping of the received signals during recording and to
identify the location and length of a rectangular window
that was subsequently applied to exclude data points with
pure noise. The duration of the received signal, i.e., when
it was above the noise floor, varied with transducer, range,
angle, and roughness; it was between 7 and 18 cycles at
f^0.
The received signal for the mth surface cell, at range
z0 from the reflector, rotated the angle , is denoted
gr(t; m; ; z0; Rq), where Rq is the rms roughness of the
interface and m 2 [1; M ].
The mean energy|over all M regions of the reflector
surface|of the received signals was calculated as
E(; z0; Rq) =
1
M
MX
m=1
Z
g2r(t; m; ; z0; Rq) dt
(4)
where the integration covers the entire echo signal from
the interface.
Subsample determination of the zero point for the -axis
was next made by using the central part of E(; z0; Rq =
0), where the energy had dropped less than 5 dB.
E(; z0; 0) as a function of  had to be well behaved, e.g.,
Fig. 4 and Fig. 7(b), for planar and focused transducers,
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Fig. 4. Individually normalized curves of mean energy of received
signals, EN;dB(; z0 = 70 mm, Rq = 0 m), from smooth planar
interface for all planar transducers. (See Table II for parameters for
the transducers P1, P2 and P3.)
respectively; so, for focused transducers, E(; R; 0) was
used.
The normalized mean amplitude spectrum is
GNorm(f ; ; z0; Rq) =
1
M
MX
m=1
FGfgr(t; m; ; z0; Rq)gFTfgr(t; 1; 0; z0; 0)g (5)
where FTfg denotes Fourier transform. In (5), it is noted
that the reference spectrum is equal to the spectrum of
one particular received signal, gr(t; 1; 0; z0; 0), recorded
from the smooth interface at normal incidence. Ideally, the
M signals from the smooth interface at zero degree should
be identical. However, in the measurement situation, the
surface of the smooth reflector phantom is not completely
plane, so the angle of incidence is not exactly zero degree
over the entire interface. (The deviation is estimated to
be below 0.05.) Thus, for planar transducers and focused
transducers at the point of geometrical focus, the spectrum
with the highest energy was identied and used for the
normalization in (5). This spectrum was denoted m = 1.
V. Results
A. Energy Versus Angle
E(; z0; Rq) was measured for all combinations of
transducers and phantoms; however, only a few represen-
tative plots of E(; z0; Rq) will be provided. The behavior
of the remaining energy versus angle functions will be de-
scribed.
Because the p150 phantom was made with a mixture
of Biresin, slightly dierent from the other phantoms, the
reflection coecient is slightly dierent. Thus, this phan-
tom is not included in the plots of energy versus angle
presented in this subsection.
All of the plots in this subsection are normalized so that
0 dB corresponds to the maximal energy recorded from a
smooth interface with a given transducer, over all ranges
and angles:
EN;dB(; z0; Rq) = 10 log10
0@ E(; z0; Rq)
max
;z0
fE(; z0; 0)g
1A :
(6)
Note that maximal energy is not necessarily ob-
tained at 0.
Fig. 4 shows EN;dB(, z0 = 70 mm, Rq = 0 m)
for two dierent transducer frequencies and two dierent
transducer radii. With the normalization done in (6), it
should be noted that the maxima of the curves are slightly
below 0 dB, because maximum energy was received at
z0 = 50 mm.
In Fig. 4 and all of the subsequent gures, vertical lines
are added at a few locations on the plots to indicate the
magnitude of the standard deviation (calculated over the
M measurements) on EN;dB(; z0; Rq). The upper and
lower point of each vertical line correspond to 10 log10
of the mean plus one standard deviation and the mean
minus one standard deviation, respectively. Thus, the ver-
tical lines are not located symmetrically around the mean.
Note how these standard deviation lines for the smooth
surface are only visible at high angles. When the interface
becomes rough, the standard deviation increases dramati-
cally.
Fig. 5 and 6 show EN;dB(; z0; Rq) for the two pla-
nar piston transducers with a = 12:7 mm. Because the
transducers have dierent f^0, the aperture|measured in
 at f^0|diers for the two transducers. Notice the very
small dependence on range, when comparing Fig. 6(a) with
Fig. 6(b). This was the case for all planar transducers.
Fig. 7 shows EN;dB(; z0; Rq) for dierent ranges for
the focused transducer F3. Notice in Fig. 7(a) how maxi-
mal energy is obtain at 2.4, not 0. The corresponding
sets of curves for transducer F1 are very similar in shape
to those of Fig. 7. Somewhat larger deviations from Fig. 7
were observed in the curves for transducers F2 and F4.
EN;dB(; z0; Rq) for planar and focused transducers
can now be contrasted by comparing the curve for Rq =
0:48 in Fig. 6 with the curve for Rq = 0:47 in Fig. 7. A
similar comparison can be done for the curves for Rq = 0.
For the flat transducers and for the focused transducers
with the interface at range equal to the focal distance, R,
or beyond, it can be seen that the energy as a function of
angle has a nearly Gaussian shape with maximum at 0. If
the flat 5-MHz transducer, P3, was compared with the cor-
responding focused transducer, F2, (curves not presented),
it was found that the −3 dB width of EN;dB(; z0; Rq =
0 m) was 0.5 for the planar and 4 for the focused
transducer. The −3 dB width increases exponentially with
rms roughness so that when Rq = 155 m = 0=2, the
Authorized licensed use limited to: Danmarks Tekniske Informationscenter. Downloaded on February 9, 2010 at 07:52 from IEEE Xplore.  Restrictions apply. 
516 ieee transactions on ultrasonics, ferroelectrics, and frequency control, vol. 48, no. 2, march 2001
Fig. 5. Mean energy of received signals, EN;dB(; z0 = 70 mm, Rq),
from planar interfaces with various degrees of roughness for planar
transducer P2 (a = 12.7 mm; f^0 = 2:5 MHz).
energy is nearly constant inside the angular interval con-
sidered. The width of EN;dB(; z0; Rq) will be considered
again in Fig. 9.
B. Derived Energy Measures
Various energy parameters were derived from the type
of curves presented in Section V-A.
Fig. 8(a and b) depicts the mean energy at normal in-
cidence, E( = 0; z0; Rq), as a function of surface rough-
ness in wavelength for two planar and the four focused
transducers, respectively. The energy levels for each trans-
ducer is normalized so that 0 dB corresponds to the en-
ergy received from the smooth surface. (This removes the
variation in sensitivity of the individual transducers.) In
both plots, all of the data points were used to estimate a
\best-t" linear regression line. Note that the data from
phantom p150 are not included in this plot for the reason
previously stated. Observe how the curves in Fig. 8(b) are
rather independent on transducer type. Also, note that
when Rq= > 0:65, the energy has dropped more than
40 dB and is consequently more influenced by noise.
Fig. 9 shows the angular width of E(; z0; Rq), denoted
0:9, which is dened by the levels where E(; z0; Rq)
has dropped to 90% of the maximal energy obtained at
0, as a function of rms roughness. As seen, in general,
0:9 increases exponentially with rms roughness.
C. Spectra as a Function of Incident Angle
To obtain further insight into the underlying mecha-
nism that governs E(; z0; Rq), this subsection presents
spectra of the received signal as a function of incident an-
gle. In Fig. 10, four sets of spectra are shown, specically
Fig. 6. Mean energy of received signals, EN;dB(; z0; Rq), from planar
interfaces with various degrees of roughness for planar transducer
P3 (a = 12:7 mm; f^0 = 4:6 MHz) at ranges a) z0 = 50:5 mm and
b) z0 = 70:4 mm.
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Fig. 7. Mean energy of received signals, EN;dB(; z0; Rq), for focused
transducer F3 (a = 6:35 mm, R = 58:5 mm, f^0 = 7:9 MHz) insoni-
fying planar interfaces with various degrees of roughness placed at
ranges a) z0 = 0:8R, b) z0 = R, and c) z0 = 1:2R.
Fig. 8. Mean energy of received signal at 0 plotted as a function
of rms roughness measured in wavelength for a) planar, EN;dB( =
0, z0 = 50 mm, Rq), and b) focused, EN;dB( = 0, z0 = R,
Rq), transducers. The dashed line without markers shows the linear
regression line. The slope is −109 dB / (Rq=) in (a) and −61 dB /
(Rq=) in (b). In both plots, the correlation coecient is 0.97. (See
Table II for listing of transducer parameters.)
for a planar (P3) and a focused (F2) 5-MHz transducer,
each insonifying either a smooth interface or an interface
with an rms roughness of 32 m. The interface was located
at range z0 = 50 mm from the flat transducer and at range
z0 = R from the focused transducer. The wavelength at
5 MHz in 20C pure water is approximately 300 m. The
spectra are shown in Fig. 10(a and c) for the smooth re-
flector phantom and in Fig. 10(b and d) for the p150 rough
reflector phantom.
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Fig. 9. The width in degree of E(; z0 = R, Rq), where it has dropped
to 90% of the maximal energy obtained at 0, 0:9, for the four
focused transducers in Table II. The indicated values of γ are used
in Section VI.
VI. Discussion
A. General
The results presented in this paper might be relevant
for future quantitative applications of ultrasound, such as
attempts to relate measures of mean echogenicity or acous-
tic impedance with the material properties of the objects
being scanned. Especially with respect to classication of
atherosclerotic carotid plaque, such possibilities would be
very attractive [21]{[25]. Another future application of the
present results could be the verication of simulation mod-
els that can handle the measurement situation described
here.
B. Energy
In general, E() is approximately Gaussian when us-
ing a planar transducer or a focused transducer with the
reflecting interface located at or beyond the focal point.
Similar observations have been made by others. In more
detail, for flat transducers, it was found that E(; z0; Rq)
is rather constant with z0. Specically, with the values
of z0 (50 and 70 mm) and the frequencies of the three
planar transducers, E(; z0; Rq) seems to be constant at
least within z0 2 [84; 217]. For focused transducers,
E(; z0; Rq) exhibits dramatic changes when z0 < R; the
dependence on range is much less when z0  R. This
behavior corresponds to the behavior of the correspond-
ing acoustic elds of the transducers, in the sense that
E(; z0; Rq) is smoother at ranges where the eld fluctu-
ates less.
When dealing with rough interfaces, several indepen-
dent measurements of received signals are needed for a
given set of experimental parameters to obtain statisti-
cally stable estimates. To give an impression of this, a
few values of standard deviation have been added to the
plots. In addition, the symmetry or lack of symmetry in
the plots of E(; z0; Rq) gives an indication of whether
enough measurements were obtained from a given rough
interface, albeit the reliability of this indicator decreases
with the SNR. Thus, in Fig. 5, all curves for E(; z0; Rq)
are quite symmetrical; in Fig. 6, some of the curves begin
to lack symmetry below 30 dB.
Only a few of the papers that deal with measurements
of rough surfaces have provided suciently detailed spec-
ication of the measurement parameters, so that compar-
isons with the present work are possible. Chiang et al. [9]
measured curves similar to the ones presented in Section
V-A, from sandpaper glued to acrylic rods to study the
eect of nite surface curvature. They also used a smooth
planar surface. For a planar transducer with a = 11:8,
they found the width of E() to be 4.7 at −10 dB.
For transducer P1 in the present study, the correspond-
ing width is 2.8. This discrepancy may be attributable
to the larger transducer bandwidth used in the study by
Chiang et al. [9], as well as to dierences in transducer
apodization and reflector material. For their focused trans-
ducer (f0  5 MHz, a = 3:2 mm, R  16 mm, γ  2:1),
the width was 12 at −10 dB. For transducer F1 (re-
sults not presented), the corresponding width was 6.7. If
their smooth planar surface was substituted with a cylin-
der of diameter 19.1 mm and with an rms roughness of
32 m, the width was 16 at −10 dB. In our study, the
corresponding width was 6.8. In both of the latter cases,
the width measured in the present study is considerably
smaller. This discrepancy is likely due to the fact that the
radius of our transducer, a, was twice the radius of the one
used in [9]. In addition, for the curved reflector, the cur-
vature itself adds to the width of E(). Other reasons for
the discrepancy can be dierences in the signal processing
and material of the reflector.
C. Derived Parameters
The general overall behavior of the results in Fig. 8 is
as expected. However, the results also suggest that there
exists a general, nearly linear, curve that describes the de-
crease in received energy at normal incidence with increase
in rms roughness (at least for the range of transducer pa-
rameters used here). The observed slopes of E(Rq) are
a function of the characteristics of both the transmitting
and the receiving transducer (identical in this work), and,
given reciprocity, there is probably the same contribution
from both. Not surprisingly, the slope of the corresponding
regression line is larger for the planar transducer than for
the focused transducer. For the receive part of the mea-
surement situation, this can be physically explained by
a larger phase cancellation eect on the receiving planar
transducer than on the receiving focused transducer. The
dierence between the two slopes is also consistent with
the dierence between the slopes of the spectra at 0 in
Fig. 10(b and d).
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Fig. 10. Normalized spectra, GNorm(f ; ; z0; Rq), in decibels for planar transducer P3 a) and b) (z0 = 50 mm) and focused transducer F2
c) and d) (z0 = R). (a) and (c) are for a smooth interface (M = 1); (b) and (d) are for an interface with Rq = 32 m = =10 @ 5 MHz.
Fig. 8 can be compared with results obtained by Bless-
ing and Eitzen [7] for the signal amplitude from rough
surfaces at normal incidence. In their work, when Rq=
increases from 0 to 0.15, the amplitude dropped from 0
to 13 dB. This is in fairly good agreement with Fig. 8(a).
The results in Fig. 9 indicate that the width, 0:9, of
E(; z0; Rq) increases exponentially with rms roughness.
However, if the degree of focusing (γ) is considered as a
parameter in Fig. 9, it can be observed that there also
seems to be an increase with γ. Fig. 9 also suggests that
the surfaces appear quite smooth up to Rq=  0:4.
Some small inconsistencies are connected with the lat-
ter observation though. For small Rq, the curve for γ = 3:6
lies slightly above the curve for γ = 4:9. For Rq  0:8,
the value for the curve γ = 3:6 is lower than expected, but,
for this Rq (p40 phantom), the estimate of E(; z0; Rq) is
also the poorest. The lack of consistency for Rq = 0 (where
the SNR is high) indicates that either the transducer does
not behave in a similar manner (maybe the apodization
for γ = 3:6 is dierent from the remaining transducers)
or there are more factors influencing the results, such as
the radius of the transducer, a, or the frequency content
of the emitted signal. It can also be that the assumption
of an equivalent radius of curvature is \wrong." Yet an-
other possibility is the influence of the =4 matching layer.
However, a possible relation between 0:9(Rq=) and γ
(or another transducer parameter) should be studied fur-
ther. However, such studies are very demanding both as
simulation studies and as experimental work.
Information about the angular sensitivity, as depicted
by plots of the type in Fig. 9, can have potential applica-
tion in evaluation of scanning acoustic microscopes, where
the very high acoustic frequency makes the alignment very
critical, especially when reflection coecients are to be
measured. From the results in this paper, experiments in-
volving planar transducers [26], [27] need to be more care-
fully aligned than those involving focused transducers [28],
[29]. However, from the results presented in this study, it is
not possible to directly evaluate the above mentioned in-
vestigations, because the transducer parameters dier too
much and the surface roughness is unknown.
D. Spectra
1. Planar Transducers: For the smooth interface, the
normalized spectrum has a negative slope with increas-
ing angle of incidence and exhibits an increasing number
of nulls with increased incident angle, as also predicted
from numerical modeling [1]. There are some minor dif-
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ferences between the experimental results and the simu-
lation results which are probably due to the transducer’s
non-ideal behavior. Increasing the rms roughness made the
null locations less distinct as seen in Fig. 10(b). Neverthe-
less, the overall picture remains the same, indicating that
at Rq  =10 and angles below 1, the echo signal is
still governed mainly by specular reflection. These obser-
vations suggest that the reduction in received signal energy
with increased incident angle for a smooth interface is at-
tributable to coherent phase cancellation over the surface
of the transducer. As the rms roughness of the reflector
becomes larger, the reflected pressure eld becomes more
incoherent, giving a reduction in the amount of phase can-
cellation that will occur when the angle of incidence is
increased.
2. Focused Transducers: For the smooth interface, the
angle-dependence was reduced compared to the planar
transducer, and the null pattern was much less distinct
(Fig. 10(c)). At  = 6, strong phase cancellation (the
nulls) seems to dominate together with an overall atten-
uation of 30 dB (Snell’s law). For the rough interface
at lower angles (Fig. 10(d)), as the frequency increases,
the specular reflection seems to be slowly substituted with
weaker scattering, yielding the negative slope of the fre-
quency spectra in Fig. 10(d). At  = 6, a comparison of
Fig. 10(c and d), indicates that the scattering component
takes over and thus maintains a nearly constant spectrum.
The above ndings suggest that for smooth interfaces,
both phase cancellation of the received eld on the trans-
ducer surface and Snell’s law, are responsible for the drop
in E(; z0; Rq) with angle. When the interface becomes
rough these two eects are then accompanied by (and
gradually substituted with) Rayleigh scattering.
VII. Conclusions
Received electrical signals have been recorded from pla-
nar interfaces with varying degrees of roughness at dier-
ent range for insonication angles from −7 to 7. In gen-
eral, the energy of the received signal decreases with in-
creasing insonication angle due to phase cancellation of
the received acoustic eld at the transducer surface and
Snell’s law. The echo signal from planar transducers is
more sensitive to changes in insonication angle (around
0) than focused transducers. The width of the energy
curves|describing the energy of the received signal as a
function of angle|has been plotted against rms rough-
ness for transducers with various focusing strength. This
plot showed a tendency towards wider energy curves for
higher focusing strength. The energy of the echo signal
recorded at normal incidence also decreases with increas-
ing rms roughness. This eect is much more pronounced
for planar transducers than focused transducers.
The normalized spectra of the received echo signal for
planar transducers insonifying a smooth interface showed a
drop in magnitude with frequency and exhibited character-
istic nulls whose spectral spacing decreases with increasing
incident angle. For focused transducers with the reflector
placed at the focal point, the normalized spectrum is rel-
atively flat, with a level that decreases with angle.
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